


Alcotest 7110 Calibration Certlficate
Part I - Control Tests -

Equipment Alcotest 7110 MKIII-C ; Serial No.: ARXA-0056
Location: LONG BRANCH POLICE DEPT

Calibration File No.: 00629 Calib. Date: 10/21/2016 Calib. No.: 00025
Certification File No.: 00630 Cert. Date: 10/21/2016 Cert. No.: 00019
Linearity File No.: 00595 Lin. Date:  04/22/2016 Lin. No.: 00018

Solution File No.: 00628 Soln. Date: 10/09/2016 Soln. No.: 00126
Sequential File No.: 00630 File Date:  10/21/2016 :
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXN S3-0217
‘Control Solution %:  0.100% ‘Expires:  09/07/2018
Solution Control Lot: 16220 Bottle No.: 0348
Function : Result - Time Temperature Comment(s)

%BAC HH:MM Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 08:44D o ‘

Control 1 EC 0.100% 08:45D .33.9°C #*% TEST PASSED *#%
Control 1 IR ) 0.099% 08:45D 33.9°C ##%% TEST PASSED #%%
Ambient Air Blank 0.000% 08:46D

Control 2 EC 0.099% 08:46D 33:9°C **k TEST PASSED %
Control 2 IR 0.101% 08:46D 33.9°C ##k TEST PASSED *%%
Ambient Air Blank 0.000% 08:47D '

Control 3 EC 0.100% 08:48D 33.9°C .. ¥ TEST PASSED *%*
Control 3 IR ‘ 0.099% 08:48D 33.9°C A%% TEST PASSED *%%
Ambient Air Biapkn.;,_.:L : e 0:000% 08:49D '
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Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0056
Location: LONG BRANCH POLICE DEPT
Calibration File No.: 00629 Calib. Date: 10/21/2016 Calib. No.: 00025
Certification File No.: 00630 Cert. Date: 10/21/2016 Cert. No.: 00019
Linearity File No.: 00631 Lin. Date: 10/21/2016 Lin. No.: 00019
Solution File No.: 00628 Soln. Date: 10/09/2016 Soln. No.: 00126
Sequential File No.: 00631 File Date:  10/21/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDRK S3-0005
Control Solution %:  0.040% Expires: 09/19/2018
Solution Control Lot: 16230 Bottle No.: 1488
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDRF S3-0009
Control Solution %:  0.080% Expires: 09/27/2018
Solution Control Lot: 16250 Bottle No.: 0544
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDCN-0054
Control Solution %:  0.160% Expires:  10/03/2018
Solution Control Lot: 16260 Bottle No.: 1452
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:56D
Control 1 EC 0.040% 08:57D 33.9°C ##x% TEST PASSED *#*
Control 1 IR 0.039% 08:57D 33.9°C *4 %k TEST PASSED **%
Ambient Air Blank 0.000% 08:58D
Control 2 EC 0.040% 08:59D 33.9°C *** TEST PASSED #**
Control 2 IR 0.038% 08:59D 33.9°C #*k*% TEST PASSED #**
Ambient Air Blank 0.000% 09:01D
Control 3 EC 0.080% 09:01D 33.9°C **k* TEST PASSED #*#
Control 3 IR 0.079% 09:01D 33.9°C #4% TEST PASSED #*%
Ambient Air Blank 0.000% 09:03D
Control 4 EC 0.080% 09:04D 33.9°C #4k TEST PASSED **%
Control 4 IR 0.080% 09:04D 33.9°C #k TEST PASSED #%%
Ambient Air Blank 0.000% 09:05D
Control 5 EC 0.160% 09:06D 34.0°C #3k TEST PASSED #*%
Control 5 IR 0.159% 09:06D 34.0°C *#k TEST PASSED #%%
Ambient Air Blank 0.000% 09:07D
Control 6 EC 0.158% 09:08D 34.0°C #¥*% TEST PASSED *%*
Control 6 IR 0.158% 09:08D 34.0°C #k% TEST PASSED #**
Ambient Air Blank 0.000% 09:09D

All tests within acceptable tolerance.
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